REVISED

1:59 pm, Jun 18,

MISSOUR! DEPARTMENT OF HEALTH
STATE PUBLIC HEALTH LABORATORY

S8%Y DATAMASTER MAINTENANCE REPORT GHQ Academy

Complete this repori in duplicale al the Umae of the regular monthly preventive mainlenance check, and whenever Instrument
is repaired. Send copy o Departmeant of Healih; retain original in department fllo,

DATAMASTER SN DATE GF INSPECTION
204084 6/4{2009
1LOCATION OF INSTAUMENT (STREET AND CITY} TIME QF tNSPECTION
1510 E. Elm 8., Jefferson City 14:40

CHECKLIST: Place a chock (v) to the left of each item If Jound to be satisfactory or if operating within established fimits, {Wrile
in observed values where determined.} Unchecked items must be correctad betore using insirument.

] DIAGNOSTIC GHEGK {PRINTOUT ATTAGHED)

COMPUTER DETECTOR
PROGRAM FILTERS

HEATERS SAMPLE CHAMBER ~ +49°C ] QUARTZ STANDARD

FLOW DETEGTOR B CALIBBATION

PUMP HIGH SPEED ¥} PRINTER

INEHCATOR LIGHTS

TIME AND DATE 13:20 6/2/2009

SIMULATOR TEMPERATURE (34 °C £ 0.2°C)  +34.18°C )

[] CALIBRATION CHECK -
Aun three lests using a slandard solubion. AH three tesls must be within * 5% of the standard value and must have a
spread of 005 or joss. Check the box corresponding to the standard solulion being used. {PRINTOUT ATTACHED) (USE
RECIRCULATION PLIMP}
0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
7] 6.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE
{ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

TEST1 ™ .099 TEST2 ™ 100 TEST3 ™ 101

PERFORM R.F.I. TEST {PRINTOUT ATTACHED)

NUMBER OF REFUSALS, SINCE LAST MAINTENANGE REPORAT, AND NUMBER OF BREATH TESTS IN EACH RANGE AS
FOLLOWS: (DG NOT INCLUDE SIMULATOR TESTS)

REFUSALS 0O I(O-.Od) 0 {.05-.09) ) (.10-.14} 0 I(.TS-JQ) 0 (Over .18} 0

List any new parts and describe any alteration or modiffcation thal was made lo reslore the instrument to operate satisfactorily
and within established limits {use other slde if necessary)
Upgtaded fiimware from 12-15-1989 lo 04-07-2009, Rese! time of Instrument (DST). Replaced printer ribbon, Recalibrated nstrument,

Guth Laboralories, lot #08340, expiring 10/15/2009
INSPECTING QFFICER t

SIBNATURE PRINT NAME
» YV Dewayne D. Carver
TYPE It PERMIANUMBER TN TELEPHONE NUUMBER
2021 10/29/2009 {673} 751-4722
MO 582-1468 {3-84) AN EQUAL GRPFORTUNITY/AFFIRMATIVE ASTION EMPLOYEA Lab.-§16

457K provadid o A PoodttminLony b




®
4@6 GUTH LABORATORIES, INC.

590 NORTH 67th STREET @ HARRISBURG, PA 17111- 4511 ® TELEPHONE: 717-584.5470

%

CERTIFICATE OF ANALYSIS
Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 08340 of
Alcohol Reference Solution for Simulator were analyzed by
gas chromatography and found to contain 0.1211 percent
(w/vol) ethyl alcohol. The expiration date for this lot
number is October 15, 2009 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C  +/- .2°C, this solution will give a breath alcohol -

analysis instrument reading of 0,10 percent BAC,

The alcoh-.. and wa'er used in this solution were

free of test interfering substances.

< ;7

Ted L. Pauley, President
GUTH LABORATORIES, INC.




E DOWN - THIS EDGE IN FIRST

BAC DataMaster

'Evidence Ticket
06./04,/59
14:48
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B Rty v Jrififing

' MISSOURT STATE HIGHWAY PATROL
PAC DATAMASTER SERIAL NUMBER 204834

—— DIAGHOSTIC CHECK ~——
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OPERATOR SIGNATURE

Card Stock No.™ ', .

REORDER ALL SURPLIES FROMNPAS, -

. s R wdmmarreaen

60021 o o e

' NISSDURI STATE HIGHWAY PATROL

'BAC DATAMASTER SERIAL NUMBER 204584
86./64./69 |

~ TESTING OFFICER:

CARVER/DENAYNE-D

" OFFICER 1.D.3 C41

- PERMIT NUMBER: 720219

‘MISCELLANEQUS DATA:

EXPIRATION DATE: 16/2970%

.10 YAPOR CRLIBRATION GHECK

= SUPERVISOR MODE —~~=

BLAMK TEST

IHTERNAL STANDARD

EXTERNAL STANDARD

BLANK TEST

;;:_]

EXTERNAL STANDARD
ELANK TEST
EXTERMNAL STANDARD
BLANK TEST

=3
SIM. = .1
AVG. = .1

. 668
VERIFIED
. 5199

.508

. 168

.688

. 191
« 680

14144
14144

FACE THIS SIDE DOWN - THIS EDGE IN FIRS

BAC DataMaster
Evidence Ticket

. BUTH LAES LOT 08340 EXP 18/15/2009°

14143

14:43
14143

14:45
14245
14345

1

- BAC DataMaster
Evidence Ticket

HISSOURI STATE HIBHWARY ‘PATROL
BRC DATAMASTER SERIAL NUMBER 284984
96/04.-/89

_ARREST TIME: @@:00
SUBJECT NAME:

"
DOB: airgirat SEX: M
STATE~D,L.! ¥X<¥
ARRESTIMG OFFICER:

¥
OFFICER I.D.: ¥

TTESTIMG OFFICER:

CARYER/DEWAYNE D

"OFFICER I.D.: 41

FERMIT NUMBER: 728219
EXPIRATION DATE: 10-29.D9
MISCELLANEOQUS DATA:

RFI TEST

—-~— BRERTH BNALYSIZ -—-

BLANK TEST 808 14347

INTERNAL STANDARD

SUBJECT SAMPLE « BB 14:48

RADIO INTERFERENCE

FACE THIS SIDE DOWN - THIS EDGE IN FIRST

YERIFIED ~ 14:47 -




Statéfof Missouri
DEPARTMENT OF HEALTH

PERMIT
TYPE Il

DEWAYNE D. CARVER

.is hereby authorized to Instruct and supervise operators, train instructors, inspect,
- calibrate, perform field repairs, and operate the following breath analyzer(s):

DATAMASTER

for the determination of the alcohollc content of bfoéd }fpm a sample of expired (alveolar)
alr. Issued under the provisions of sections 577.020 through 577.041, RSMo 1986.

0w, 10/29/07 O NN SN A

,A " Director of State Publlo Health Laboratory = ..

Nomber L 2Q219 | : R

“Exgines--10/29/2009

Director, Depariment of Health -
MO 580-0771 {7-88) Lab. 4 (R7-88)




